
 operation :

● open the back cover ,put in the button battery(in 

right polarisation)

● press "PWR"key,"     " display for 2S,then 

temperature displayed;Press "PWR"key 

    for more than 4 s ,power off.Please take out the 

battery  not using  for a long time 

● press "C/F"key , switch �bC/ �bF, default  is "�bC"

● LCD displays H�bC when temperature is high than 

70.0�bC(158.0�bF)

● LCD displays L�bC when temperature is low than -

50.0C(-58.0�bF)
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